HEALTH FACILITY CONSTRUCTION
FREQUENTLY ASKED QUESTIONS

PLUMBING

1. Does California Plumbing Code, Section 612.5 require the flow of hot water
to be stopped when the hot water temperature exceeds 125°F and the high
temperature alarm is activated?

No. Due to the possibility of patients receiving thermal shock from cold water, OSHPD
discourages the use of any device, such as solenoid valve, to stop the flow of hot water
when the high temperature alarm is activated. If the design professional or facility
wishes to stop the flow of hot water, the flow of cold water must also be stopped to
prevent the patient from receiving thermal shock from the cold water.
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